Many studies have compared a blood reinfusion device and a standard suction drain in arthroplasty 4, [7] [8] [9] [10] [11] [12] . While the reinfusion devices reduced the rates of allogeneic transfusion after TKA, most reports are limited to unilateral TKA. Breakwell et al. 4) reported that bilateral use of blood reinfusion devices in simultaneous bilateral TKA was safe and effective for reducing allogeneic blood transfusion requirements. However, expensive medical devices are not covered by the national health insurance in some countries. The use of two reinfusion devices in a single stage bilateral TKA can overburden the budget for TKA.
Introduction
Although osteoarthritis (OA) of the knee is often bilateral, there have been controversies about performing bilateral total knee arthroplasty (TKA) in a single stage [1] [2] [3] . Considerable amount of bleeding occurs in sequential or simultaneous bilateral TKA 2, 4, 5) . Allogeneic blood transfusions have been commonly used to compensate for blood loss in such cases 1, 3) . However, because of complications and the cost of allogeneic blood transfusions, an alternative method of using an autologous blood reinfusion device has been developed [6] [7] [8] .
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Materials and Methods
This study was approved by the Institutional Review Board of our hospital in Korea. The study group consisted of 50 consecutive patients who underwent one stage bilateral TKA using a blood reinfusion device (ConstaVac CBC II Blood Conservation System; Stryker, Mahwah, NJ, USA) on one knee and a standard suction drain (Zimmer Inc., Warsaw, IN, USA) on the other knee between January and August 2011. All patients consented to the study. We compared them with 50 matched controls who received bilateral standard suction drains in TKA between January 2008 and December 2010 (control group). Patients were matched by gender, age (difference, ≤1 year) and body mass index (BMI; difference, ≤0.5%). All patients were diagnosed with primary OA on both knees. The records of these patients were reviewed for co-morbidities affecting blood loss. Patients having a history of previous knee surgery, chronic liver disease, chronic renal disease, endocrine disease, bleeding tendency or use of anticoagulant drugs for cardiovascular disease were excluded from the study. Patients taking aspirin were included, but we asked them to stop taking aspirin seven days before surgery. Prothrombin time (PT) in seconds, activated partial thromboplastin time (APTT) in seconds and prothrombin time/international normalized ratio (PT/ INR) were tested preoperatively. Other coagulation factor assays were not checked routinely.
All operations were carried out under general anesthesia by a single surgeon in a sequential manner using a subvastus approach. Cemented, posterior-stabilized prostheses were inserted in all knees. A pneumatic tourniquet was applied and inflated to 300 mmHg. Meticulous bleeding control was performed after deflation of the tourniquet. Total tourniquet time and operation time affecting the intraoperative blood loss were recorded in all patients 13) . The operation was performed on the more painful side first where a standard 400 mL suction drain was inserted, and the other side was operated subsequently. The same suction drain was inserted into the other knee in the control group patients, whereas the ConstaVac CBC II system in which blood was filtered before being re-infused was used in the study group patients. The drained blood of the reinfusion device was collected during the first 6 postoperative hours and reinfused intravenously according to the manufacturer's instructions. We turned the vacuum adjustment dial symbol to medium (50 mmHg) to set the vacuum level of the ConstaVac CBC II system because the blood was drained at the pressure of 25 to 60 mmHg by the standard suction drain. Pressure generation by drains decreased as the drained blood increased 14) . In all knees, only one deep drain was connected to the suction drain or reinfusion device. Doctors and nurses in the operation room, recovery room and ward were well educated on how to use the device. All drains were removed at 48 hours after surgery. Allogeneic blood transfusion was indicated for patients with the hemoglobin (Hb) concentration of below 10 g/dL or with clinical signs of anemia, such as fatigue, dyspnea, tachycardia, changes in mental status, or hypotension 15) . Enoxaparin of 40 mg was administered for thromboprophylaxis. The enoxaparin therapy was initiated 12 hours before surgery and restarted 6 to 8 hours after surgery for 10 consecutive days of administration.
The Hb level, the hematocrit (Hct) and the platelet count were checked preoperatively, immediately postoperatively and the first, third and seventh days postoperatively and compared between groups. The total drain output and the amount of allogeneic blood transfusion were also compared.
The chi-square test, the Fisher's exact test and independent ttest were used to compare the results between groups. A p<0.05 was considered statistically significant. SPSS ver. 13.0 (SPSS Inc., Chicago, IL, USA) was used for data analysis.
Results
No statistically significant differences were observed between groups in age, gender, BMI, and comorbidities (Table 1 ). There were no significant differences in the total tourniquet time and operation time. There were no significant differences in the preoperative values of complete blood count tests, PT, APTT and PT/INR. In the study group, the average amount of blood reinfusion was 341.6±222.2 mL (range, 50 to 1,350 mL). There were no significant differences in total drain output between groups (Table 2) (p=0.111). All patients in both groups required allogeneic blood transfusion. No significant differences in the amount of allogeneic blood transfusion were observed between groups (Table 2) (p=0.872).
The study group had significantly lower Hb, Hct and platelet count values compared with the control group immediately after the surgery and for the first postoperative day (p<0.05) ( Table  2 ). The study group had significantly lower platelet count values than the control group by the third postoperative day. There were no significant differences in Hb, Hct at the third postoperative day and in Hb, Hct, platelet count values at the seventh postoperative day. There were no transfusion reactions, contaminations or wound infections in both groups. Chronic hepatitis, alcoholic liver disease, liver cirrhosis, storage diseases, tumors. 
Discussion
In general, blood loss is greater in single stage bilateral TKA than in unilateral TKA. Cohen et al. 5) reported on the postoperative blood loss in bilateral TKA versus unilateral TKA. The average postoperative drainage through a standard suction drain was measured as 692 mL for bilateral TKA and 442 mL for unilateral TKA, and they reported a high prevalence of allogeneic blood transfusion in the bilateral TKA group. Fabi et al. 16 ) retrospectively analyzed 150 patients with unilateral TKA versus 150 patients with simultaneous bilateral TKA. The transfusion rate in the bilateral TKA group was almost four times greater than that in the unilateral TKA group. More studies reported significantly high rates of allogeneic blood transfusions in patients undergoing bilateral TKA 4, 17) . With the objective of reducing allogeneic blood transfusion, the reinfusion device is an alternative method whereby people receive their own blood for transfusion 18, 19) . Several studies reported that the use of a blood reinfusion device reduced allogeneic blood transfusions in arthroplasty 4, [7] [8] [9] [10] [11] [12] . However, most of these studies were conducted among patients using a blood reinfusion device in a unilateral TKA. Breakwell et al. 4) reported that an average of 1000 mL of drainage blood was salvaged with bilateral use of blood reinfusion devices in simultaneous bilateral TKA. In the present study, we investigated the efficacy of unilateral use of a blood reinfusion device in patients undergoing one stage bilateral TKA. In our study, all patients required allogeneic blood transfusion regardless of the use of a reinfusion device. In most countries, the health insurance system is controlled by the government. In Korea, the expense of the use of a blood reinfusion device in unilateral TKA is not covered by the Health Insurance Review & Assessment Service, whereas the use of one blood reinfusion device in one stage bilateral TKA is. We questioned whether the unilateral use of a blood reinfusion device in one stage bilateral TKA would be effective in terms of reducing allogeneic blood transfusion and costs. Our study was the first retrospective cohort study to assess the efficacy of unilateral use of a blood reinfusion device in bilateral TKA. Unilateral use of a reinfusion device in one stage bilateral TKA was not effective in reducing the amount of allogeneic blood transfusion compared to the bilateral use of suction drains. In addition, the use of a reinfusion device can be controversial in terms of cost effectiveness 4, 8, 19) . The exact risk of transfusion related problems, such as disease transmission and transfusion reaction, is difficult to quantify. A reinfusion device would cost about 160 US dollars when covered by the health insurance. Suppose that the reinfusion leads to a significant corresponding reduction in the amount of allogeneic transfusion. In our study, the average amount of blood reinfusion was 341.6 mL, equivalent to about one unit of packed red cells (400 mL per one unit). The total cost of one unit of 400 mL packed red cells including ABO and Rhesus blood typing and antibody screening test was approximately 55 US dollars when covered by the health insurance in Korea. It did cost more to use the reinfusion device than to transfuse allogeneic blood into a patient.
Even until the first postoperative day, the Hb level, Hct level and platelet count were significantly lower in the study group than in the control group. de Jong et al. 20) and Zacharopoulos et al. 8) described similar findings based on the analysis of drain blood in reinfusion device and having a blood test after surgery. We have thought of a few reasons why our study found conflicting results. It was probably because reinfusion of the drained blood was started after six postoperative hours at the earliest. Blood was washed out of the body and into the drains even during the reinfusion. We also thought that the reinfused blood was not the same as the patient's venous blood in terms of blood quality. Leukocyte and platelet counts were reduced in the drained blood 6) . Other studies have shown that the drain blood had low platelet counts, low pH and a reduction of clotting factors along with increased fibrin degradation products 6, 7, [21] [22] [23] . Therefore, the reinfused blood may activate coagulation in the recipient and decrease platelet counts 15, 20) . In our study, the study group had lower postoperative Hb, Hct and platelet count values compared with the control group. We thought there were changes in blood quality in the drained blood and the reinfused blood may have caused an activation of coagulation and fibrinolysis and additional hemolysis 24, 25) . Safety of a blood reinfusion device in patients undergoing orthopaedic surgery is controversial 18, 26) . However, in our study, there were no significant differences in Hb, Hct, and platelet counts at the seventh postoperative day. There were no clinical evidence of coagulation, or hemolysis related phenomena in both groups. Therefore, additional studies are required to assess clinical safety of blood reinfusion devices.
In this study, allogeneic blood transfusion was indicated when the Hb concentration was below 10 g/dL or clinical signs of anemia were present. Most TKA patients are elderly who may have reduced ability to compensate for acute blood loss. Decision making regarding postoperative allogeneic transfusion is lacking scientific support. Although the '10/30 rule' 27) stating that transfusion is necessary in patients with Hb less than 10 g/dL or Hct less than 30% is considered outdated, we determined an allogeneic transfusion was needed if postoperative Hb fell below 10 g/dL. The use of a blood reinfusion device on the second knee in our bilateral TKA was based on the report of Bould et al. 17) that sequential procedures lead to a greater blood loss from the second knee than the first, due to various factors including hypothermia and depletion of clotting factors. The present study has several limitations that require consideration. Although the same surgical team applied the same surgical technique and the same transfusion criteria postoperatively, this study involved only a small number of patients. But in order to reduce confounding factors that affect blood loss, we retrospectively compared with a matched group. Second, many confounding variables may have influenced the hematologic results. We think that the input volume of intravenous fluid, sampling site and time, and time of allogeneic transfusion could have the potential to influence laboratory findings. We did not take confounding variables into consideration, but we learned about the trend in the hematologic change after transfusion. Third, it would be difficult to generalize the cost effectiveness of reinfusion devices from our study. Health insurance systems differ from country to country and hidden costs related to complications of transfusion were not factored in. Forth, we did not measure the amount of intra-operative blood loss. The total blood loss is the intra-operative bleeding plus the post-operative drainage. It is difficult to calculate the amount of blood loss into the tissues, residual blood in the knee and blood loss due to hemolysis, all of which are hidden 28) . There is a variety of formulas to estimate the blood loss during arthroplasty using height, weight and pre-and post-operative Hct, but they all differ with regard to accuracy 28, 29) .
Conclusions
In our study, unilateral use of a reinfusion device led to no significant reduction in allogeneic blood transfusion requirement and yielded no cost effectiveness in patients undergoing one stage bilateral TKA. Bilateral use of blood reinfusion devices is recommended in one stage bilateral TKA to reduce allogeneic blood transfusion.
